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PREFACE 


During World War II, a shortage of mica led investigators to study 
the dielectric properties of other materials. One of the materials in- 
vestigated was barium titanate. This material proved to have an extreme- 
ly high dielectric constant which varies with applied voltage and may be 
used as a non-linear circuit element, 

It is the objective of this thesis to develop a wide range swept 
frequency radio frequency generator. In the development of this swept 
frequency generator, the variation of dielectric constant (capacity) of 
barium titanate is ae seed to form a voltage tuneable frequency deter- 
mining circuit. To predict the behavior of the swept frequency genera- 
tor, equations are derived from experimental measurements of capacity of 
a barium titanate capacitor which express the capacity as a function of 
applied voltage and which describe the capacitor voltage as a function 
of time when placed in a network in which direct and alternating voltages 
are applied, 

It is proposed that the non-linear variation of capacity with volt- 
age of a barium titanate capacitor may be used to advantage in generating 
wave forms of various shapes when placed in a series charging circuit 
consisting of a linear resistor, nonlinear capacitor and a battery. Prac- 
tical applications for the various wave forms are found in the swept 
frequency generator and in other circuits. It is further proposed that 
the use of barium titanate in a wide range swept frequency generator is 
a natural application of this material since the swept frequency genera- 


tor uses changes in capacity with bias voltage which are of such a large 


ii 


magnitude that variations in capacity due to other factors, such as 
temperature and age, are not significant. 

The writer wishes to thank Professors Carl E. Menneken, Earl G. 
Goddard and P. E. Cooper, all of the U. S. Naval Postgraduate School, 
for their assistance, encouragement and cooperation in the preparation 


of this paper. 
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CHAPTER I 


INTRODUCTION 


l. SWEPT FREQUENCY OSCILLATORS 

Swept frequency oscillators are oscillators whose output frequency 
varies as some function of time. They are useful in such applications 
as the measurement of the frequency response of various electronic cir= 
cuits and as an integral part of such devices as panoramic adapters. 

The basic principle upon which swept frequency oscillators operate 
is that an element, or elements, in the frequency determining tank cir- 
cuit of an oscillator may be made to vary with the time and hence the 
frequency of the output voltage of the oscillator will also vary with 
the time. 

Wide frequency bands may be covered in one sweep by beating a fixed 
frequency oscillator with a swept high frequency oscillator which is 
swept over a small portion of the high frequency band. The difference 
in the two frequencies is obtained from an electronic mixer and the dif~ 
ference frequency then covers many octaves of a much lower frequency 
bande 

The most stable swept frequency oscillator is one with a کې‎ 
determining circuit made up of conventional components. One component 
in this circuit, usually a variable air dielectric condenser, is varied 
by a motor drive. These oscillators may be made as stable and accurate 
as a conventional standard frequency oscillator. The difference in 
operation lies in the fact that the motor drive tunes the oscillator 


through its useful range in a very short time. 








Reactance tubes are convenient up to the very high frequency range 
and may be used to control the frequency of an oscillator over a fraction 
of the center frequency of the oscillator. 

A wide band swept frequency generator has been developed at medium 
frequencies using a nonlinear inductor in the frequency determining cir- 
cuit of the oscillator. The inductance in the tank circuit is varied by 
the amount of D.C. current flowing through the nonlinear inductor. 

Voltage tuned klystron oscillators are now in use as swept frequency 
oscillators in the micro-wave range and are also used in mixer circuits 
to obtain the difference frequency between the swept klystron anda fixed 
tuned oscillator (which may be another klystron). The difference fre- 
quency may be made to cover a wide range in a lower frequency band such 
as the VHF band. 

A new development may soon make available a stable swept frequency 
oscillator which will cover the entire audio range of 20 to 20,000 cycles 
per second in one sweepe The Hewlett-Packard Company BE 
method of synthesizing an impedance which has a constant phase angle, but 
whose magnitude varies as a negative power of frequency. By replacing 
the two resistors in a standard Wien Bridge Oscillator with two impedance 
elements such as described above it is possible to obtain an oscillator 
circuit whose output frequency is equal to a constant times the value of 
the Wien Bridge Oscillator tuning condenser to the negative third power. 
Varying the tuning condenser over a 10 vo l capacity range then varies 
the output frequency over a 1000 to 1 frequency range. The tuning con— 
denser is a standard air dielectric condenser and may be varied by a 


motor control which results in a stable audio frequency swept frequency 


oscillator. 

The nonlinear variation of capacity versus D.C. bias voltage of 
Barium Titanate capacitors offers a method of designing a swept frequency 
oscillator in which the Barium Titanate capacitor is used as the tuning 
element in the oscillator tank circuit. 

2۰ BARIUM TITANATE 

The material used as the dielectric in the fabrication of the none 
linear capacitors used in the experimental investigations connected with 
this paper is barium titanate. Barium titanate is a member of a group 
of about 25 ferroelectric materials. As described by We P. Mason and 


R. F. Wick / 1, 7* 


Ferroelectric materials are the dielectric analog of ferromag- 
netic materials. Their uses parallel those of ferromagnetic 
materials in such applications as high permeability materials, 
magnetostrictive transducers, magnetic amplifiers, and magnet- 

ic information storage devices. 

. In a recent book, "Dielectrics and Waves", A. Re von Hippel / 67 
devotes a chapter to "Ferroelectricity" in the second part of the book 
entítled "Molecular Approach". The crystalline and molecular properties 
of barium titanate are described and numerous references are given to 
detailed descriptions in the literature. 

A review of the measured properties of single crystals of barium 
titanate is made by W. P. Mason and R. F. Wick / 4 7. Also methods of 
stabilizing characteristics of ceramics of barium titanate by certain 
additives and aging by heat treatment are described. 

In a series of articles, Ae I. Dranetz, G. N. Howatt and J. W. 
Crownover / 2 / give a general description of the known properties of bar- 
ium titanate and barium titanate ceramics and the practical applications 


s Numerals in brackets indicate the number of a reference listed in the 
bibliography 





of these dielectrics. Also included are references to many detailed 
treatments in the literature. | 

At certain temperatures, barium titanate exhibits an extremely high 
aipisetric constant which varies with temperature. For pure barium ti- 
tanate the dielectric constant shows an extremely high and sharp peak at 
120 degrees centigrade. This is a Curie temperature above which barium 
titanate has a cubic structure and below which the structure is tetra- 
gonal. Other, but less marked transitional temperatures occur at plus 10 
and minus 70 degrees centigrade. Measurements have shown that the dielec- 
tric constant of barium titanate varies with a D. C. bias voltage across 
the dielectric. This variation of dielectric constant is noticeable below 
and above the Curie temperature. Accompanying this variation of dielec- 
tric constant with voltage is a hysteresis effect. For pure barium 
titanate crystals the hysteresis loop is nearly square below the Curie 
temperature and varies in area with bias voltage. The area of the hys- 
teresis loop becomes Sa 63 the Curie temperature, Barium titanate 
may also be made piezoelectric below the Curie temperature by proper 
processing of the material. 

Ceramics of barium titanate may be made by sintering together many 
crystals. These ceramics have much the same properties as the single 
crystal and can be formed in any desired shape and size. 

Certain additives may be added to the ceramics of barium titanate to 
modify its properties so that it may meet the needs for various applica- 
tions. The Curie .+ -- has been found to vary linearly with the 
amount of strontium titanate added. By the proper addition of strontium 


titanate, the Curie temperature may be lowered to a desired temperature. 


Considerable variations in dielectric constant and power factor are 

found at room temperature due to the presence of the second transition. 
These properties may be stabilized by the addition of lead and calcium 
titanates which lower the second transition temperature. Lead titanate 
also raises the Curie temperature while calcium titanate leaves the Curie 
temperature unchanged. Hence, considerable variation of the properties 
of barium titanate may be achieved. 

Dranetz, Howatt, and Crownover, / 2 / describe the use of barium 
titanate in electro-acoustic devices which utilize the piezoelectric 
effect; in capacitors and delay lines which utilize the high dielectric 
constant; in temperature sensitive devices which utilize a constant 
temperature coefficient of capacity over wide ranges of temperature for 
certain titanate bodies; and in frequency modulation and dielectric ampli- 
fiers which utilize the change in capacity with bias voltage. 

Mason and Wick, / 4 / describe many of the above applications as 
well as that of information storage devices and a dielectric amplifier 
which utilize the square hysteresis loop of single crystals below the 
Curie temperature. The amplifier described by Mason and Wick utilizes a 
carrier frequency of 200 kilocycles and yields a gain of 12 decibels for 
signal frequencies of zero to 7000 cycles per second. 

In a recent article, G. S. Shaw and J. L. Jenkins, //5 / describe 
several commercial dielectric amplifier capacitors and their use ina 
dielectric amplifier giving an output of 300 milliwatts from a 0.3 milli- 
watt signal source. 

A recent development in frequency modulation is described by 


Maurice Apstein and H. H. Wieder, / 1 / in which a barium titanate 


capacitor was coupled into an oscillator tank circuit to give frequency 


modulation deviations of plus and minus two percent of the carrier fre- 


quency in the range of 50-500 megacycles per second. 








CHAPTER II 


THEORY OF THE.CHARGE OF NON-LINEAR CAPACITORS 


Figure l shows the capacity versus D. C. bias characteristics of a 
capacitor made from a small slab of GLENCO type K-6000 barium titanate. 
The sample K-6000 was selected over several other types tested due to a 
larger variation in capacity per unit variation in bias voltage. The 
circuit used to measure the characteristics of this sample is shown in 
the figure. Not shown in the figure is the behavior of this sample when 
E diis voltage is reversed. Reversal of the bias voltage gives rise 
to a slight dielectric hysteresis loop which will affect the discharge 
characteristics of the sample. In the swept frequency generator de- 
veloped, only the charge characteristics of the dielectric is used over 
a large change in voltage and hence only the curve for the charge of the 
capacitor is included. The hysteresis effect will, of course, cause some 
loss in the frequency determining circuit of the oscillator, but the peak 
to peak variation of the radio frequency voltage in the frequency deter- 
mining circuit will, in general, be small in comparison to the D. C. bias 
voltage across the dielectric. 

In order to develop the equations which describe the behavior of the 
non-linear capacitor during the charging period, equations which describe 
the small signal capacity, or the differential capacity, as a function of 
bias voltage must first be obtained. Since the differential equations 
which will have to be solved will have variable coefficients and will be 
difficult to solve exactly in many cases, care must be exercised in se- 


lecting the empirical expressions used to describe the variation of 
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capacity with voltage. Two expressions for capacity as a function of 


voltage, which are accurate over certain ranges of voltage for the ca- 


pacitor of figure 1, readily lead to differential equations whose solu- 


tions may be easily obtained, and values of capacitor voltage versus time 


during the charge period may be found tabulated in mathematical tables. 


These two expressions aret: 


(1) 


(2) 


C=Co-KVe (2,01) 
wheres Ve = voltage across the capacitor 
and 3 V,< Ve < Va 
This expression is exact, of course, for only two points 
on the characteristic curve; however, any curve may be 
divided into many small segments, each segment of which 
will have its own value of C, and k. 


- 0C Vc 
C= Co «Ce 
where: Ve = voltage across the capacitor 


(2.02) 


and : V, < Ve < Va 

The above expression, while exact for only three arbi- 
trary points, has been found to be in error by only a 
few percent over wide changes in voltage for the sample 
whose characteristics are shown in figure l. 

If three points are chosen on the characteristic curve 


of capacity versus voltage so that: 


Cs Ca when Ve = Vo. (2,03) 
C= Ch when ۷ = Vb (2,04) 
C Ca when Ve = Va (2,0 5) 
ands 

Ve -Va = Vd -Vb (2.06) 
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values of Co, C] and © are readily obtained 
by substitution into the above equation. 

Figure 2 shows a hypothetical non-linear dielectric capacitor, C, 
connected in series with a linear resistor, R, and a D. C. source of po- 
tential of value Vo. Figure 2 shows the assumed variation of capacity 
with voltage which is represented by the equation: 

Sà (2.01) 


Vm 
where Cy, is the intercept on the capacity axis and VQ is the 


CzC.-KVa where K 


intercept on the voltage axis. 
The differential equation which describes the expected behavior of 


the circuit of figure 2 during the charge period is: 


e Vo - Ve d Ve. a 
T i: ) 


: TRO ocCa EN. (2,07) 


The solution of equation (2.07) is obtained in Appendix I and is 


found to be: 


= RC] = + (Ge 2) An VM | (2.08) 





where: V, € Vc € Vm 
Equation (2.08) may be compared with the equation for the charge 
time for a conventional capacitor by allowing Vg to approach infinity: 
دا‎ han = (2.09) 
It will be noted that when Vo is less than Vg equation (2.08) 


approaches (2.09) and the curve of capacitor voltage versus time will be 
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Figure A 
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er similar to that of a conventional capacitor. 

An interesting result of equation (2.08) is obtained by allowing 
Vo to approach Vg. In this case equation (2.08) becomes linear and the 
curve of capacitor voltage is predicted to be linear with times 

Ve = Vv, + Ya de | (2.10) 

When Vo is made greater than Vg, equation (2.08) predicts that the 
time required to charge to a given percentage of Vo is less the larger 
Vo is made. This is in contrast to the action of a conventional capaci-= 
tor used in the circuit. For a conventional resistor=capacitor charge 
network the time to charge from zero to a given percentage of the battery 
voltage is the same for all battery voltages. The curve of capacitor 
voltage versus time for the non-linear capacitor when Vo is larger than 
Vm is thus concave upward, rather than downward as with the conventional 
capacitor, up to the point where Vc is equal to V4 which represents a 
point of discontinuity. 

That the above equation (2.09) describes the variation of voltage 
across the capacitor may be verified in an RO charging network shown in 
figure 3. In this circuit the voltage across the capacitor of figure 1 
is limited to that portion of the characteristic curve which is nearly 
linear. V2 sets the upper capacitor voltage limit and V3 sets the lower 
capacitor voltage limit. The results are observed on an oscilloscope. 

Practical application of the linear change in capacitor voltage with 
time predicted by equation (2.10) may be found in oscilloscope sawtooth 
Wave sweep circuitry and in timing circuitry. 


To predict the behavior of the voltage across the capacitor whose 
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characteristics are shown in figure l, the curve is divided into several 
linear portions from Vj to Vo; values of delta time are obtained for each 
portion of the curve from the following equation: 

At zRK(V2-V) 4 R(&Vs — C4) LA EM, ) 

: E. 
where a Cg and k are computed for each straight line segment; and all 
values of delta t are summed from zero to time t to provide points for 
ang a curve of voltage versus time. 

Curves derived from equation (2.11) for the capacitor of figure 1 
will be similar to those of figure 6 which is plotted from equations de- 
rived in a later sections The curve for “Vy = 0.5 corresponds to 
a battery voltage of 130 volts, the curve for OV, = 1.0 corres- 
ponds to a battery voltage of 260 volts and the curve for X Vo,” 2.0 
corresponds to a battery voltage of 520 volts. It will be noted that 
over certain ranges of voltage the waveforms shown in figure 6 are simi- 
lar to those predicted by equation (2.08). 

Je R. MacDonald and M. K. Brachman, / 3_/ discuss the behavior of a 
hypothetical exponential capacitor: Co = C I e Equations are 
developed to describe the capacitor voltage as a function of time when 
placed in a series — with a resistor and à battery. This article 
has suggested that a negative exponential function may be used to de- 
scribe the barium titanate capacitor of figure 1 which is to be used in 
the sweep frequency generator developed in connection with this thesis. 
This has proved to be more useful in this case than the method in which 
equation (2.11) is used. This usefulness is due to the fact it is pos- 


sible to describe the behavior of the capacitor of figure 1l by a single 
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equation, C = 5.75 x10 € 6 ر‎ which is accurate within a few per- 
cent over very wide changes in capacitor voltage. In addition the solu- 
tion of the resulting differential equation has been manipulated so that 
an integral evaluated graphically in the above article may be found 
readily in mathematical tables and will more rapidly yield curves of 
capacitor voltage versus time. 

The differential equation for the negative exponential capacitor in 


a series RC circuit is: 


E -v u 
Sota (Corte ) dM (2.12) 
wheres ( = Cy c ES (2.02) 


and is solved in Appendix II. 


The solution of the differential Eaton iss 
۹ ۷ =O VG — 
6 2 ۸R [Can Yo +6 {Ei ve] » E; [«t&-«3]] | (2.13) 


In the solution in Appendix II integrals of the following type are 





evaluated: “Ve 
€ x 
I (xV, æv) = f x dy (2.14) 
X (V, - Vc) 
The above integral is related to the integral: 
* OD 


Ji) = J 08 (2.15) 


which has been integrated graphically by MacDonald and Brachman over use- 
ful ranges of the above limits of integration. By slight manipulation of 
the integral "J", it may be shown to be equal to the integral "I" times 


an exponential function. As is shown in Appendix II, the integral "I" 
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is equal to the difference in two tabulated values in Jahnke and Emde, 
"Tables of Functions", and can be readily evaluated without the labor 


involved in graphical integration: 


c j n 
1 2 ۳ € " ۹ e 
2 3 MES. ٠ 
n-e 
- 
2 € I.e) 


- € [Elm -Ei(n-8)] — (2.16) 


Figure 5 is a plot of Ei(x) obtained from values in Jahnke and Ende, 
Tables of Functions, pages 6-8. The values of x for which this function 
is plotted are those whose values are useful in equation (2.13) when used 
to predict the behhvior of the capacitor of figure le 

Figure 6 shows the expected behavior of the capacitor of figure 1 
when placed in an RC series charging network. The shapes of these 
curves can be shown to be approximately correct for the circuit of fig- 
ure 3 by allowing the voltage across the capacitor to vary from zero to 
approximately battery voltage for various battery voltages. 
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CHAPTER III 


EXPERIMENTAL SWEEP FREQUENCY OSCILLATOR 


Figure 7 shows the schematic diagram of an experimental radio fre- 
quency oscillator. This circuit will be recognized as that of a conven- 
tional Hartley oscillator circuit. Provision has been made at terminal 
"A" so that the D. C. voltage across the capacitors in the tank circuit 
may be varied. One capacitor is a 0.2 uf paper capacitor and the other 
capacitor is the barium titanate capacitor whose characteristics at 1000 
cycles per second are shown in figure 1. Changing the voltage across 
the capacitors changes the capacity of the barium titanate capacitor and 
thus changes the resonant frequency of the tank circuit of the oscil- 
lator. The coil in the tank circuit has been chosen so that the resonant 
frequency of the tank will be near the intermediate frequencies used in 
conventional broadcast receivers. 

Figure 8 shows the characteristics of a resonant circuit utilizing 
the capacitor of figure 1. Shown in the figure are the resonant fre- 
quencies as calculated from the 1000 cycle per second values of capacity 
and the resonant frequencies which were measured for the circuit. It is 
seen that the operation of the barium titanate capacitor at 350 to 650 
kilocycles may be predicted approximately from measurements made at 1000 
cycles. 

Figure 9 shows the characteristics of the oscillator of figure 7. 
Shown in the figure is the experimental setup used to determine the 
characteristics. RMS values of the radio-frequency output voltage, ex- 


perimental values of D. C. bias voltage required and D. C. bias 
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calculated from 1000 cycles per second values of capacity are plotted 
against oscillator output frequency. 

Figure 10 is the schematic diagram of an electron-coupled multi- 
vibrator. The output voltage of this circuit, when the output is con- 
nected to a resistive load, is a rectangular waveform of constant 
amplitude over wide variations in the value of Rl (Output Z Control) 
which does not affect the period of the rectangular wave. If an element 
Zx is placed across the output terminals of the multivibrator, the multi- 
vibrator then assumes the role of a switch which alternately connects Zx 
through Rl to B for the time the output tube is cut-off, and then con- 
nects Zx to a low value of D. C. witage when the output tube conducts 
heavily. Hence, if the multivibrator is connected to terminal "B" of the 
oscillator of figure 7, the bias voltage across the barium titanate 
capacitor may be varied and the frequency of the oscillator may be swept 
in time according to the manner in which the parallel combination of the 
barium titanate and the 0.2 uf paper capacitor charge through Ri toward 
BY. 

Figure ll is a block diagram showing an experimental set-up in which 
the oscillator was used to check the frequency response curve of a con- 
ventional l56 kilocycle per second intermediate frequency amplifier and 
audio detector. In this set-up the center frequency of the oscillator 
is controlled by the adjustment of El which is a variable D. C. power 
supply and which sets the lowest bias voltage across the barium titanate 
capacitor during the sweep. The range of variation of frequency is con- 
trolled by the setting of the Output Z control on the multivibrator. 


Figure 12 is a block diagram showing an experimental set-up used to 
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determine the dynamic range of the oscillator of figure 7. The Navy 
Model LP-5 signal generator is beat against the swept frequency output 
of the oscillator. At the time that the two frequencies are equal, zero- 
beat is obtained and a notch shows up in the pattern on the oscilloscope. 
The horizontal sweep voltage applied to the oscilloscope is derived from 
the same voltage which is across the barium titanate capacitor in the 
oscillator. By varying the frequency of the LP-5 the notch may be moved 
from the left to the right extreme edges of the pattern on the oscillo- 
scope and the dynamic range of frequencies swept measured. 

While the circuit of figure 7 provides a simple and inexpensive 
swept frequency oscillator which illustrates the advantages Barium Ti- 
tanate has over a reactance tube circuit as to simplicity and wide range, 
this circuit does not utilize fully the advantages which may be gained 
by the use of Barium Titanate. In this simple circuit the center fre- 
quency control interacts with the swept frequency width control; the 
amplitude of the RF output voltage increases considerably with frequency; 
and to ensure that the spectrum of a device, whose input is the output of 
the above swept frequency oscillator, is properly interpreted, the sweep 
output voltage of the swept frequency oscillator must be used for the 
x-axis voltage of the monitoring oscilloscope. As will be shown ina 
later circuit the above disadvantages may be practically eliminated by 
replacing the standard 0.2 uf capacitor of figure 7 with another barium 
titanate capacitor accompanied with some rearrangement of the D. C. volt- 
bv supplies and switching circuitry. | 

Figure 13 shows a more elaborate swept frequency generator. In this 


generator the center frequency control and the swept frequency width 
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controls are relatively independent; the frequency of the output voltage 
approximates a linear function of time which will be shown later to have 
two advantages in a generator of this type; the amplitude is flatter 
over the entire range of frequencies than for the simple generator of 
figure 7; and a frequency marker is provided. 

The circuit of figure 13 operates as a conventional Hartley oscil- 
latore The frequency determining tank consists of the coil Ij, capacitor 


C, and C,, in series. Cy and C, are two similar capacitors made from 


y? 
type K-6000 Barium Titanate. The instantaneous frequency of the oscil- 
lator is determined by the instantaneous bias voltage across the indi- 
vidual Barium Titanate capacitors. 

The Barium Titanate capacitors, Cy, and Cy, serve several purposes 
in the circuit of figure 13. The series capacity of Cy and Cy determines 
the frequency of the oscillator, Vl. Cy and Cy, in parallel, also are | 
actually part of the charging network which determines the bias voltage 
wave form which tunes the oscillator. The peculiar charging character- 
istic of these nonlinear capacitors is utilized here to form a voltage 
wave form which changes the capacity of the Barium Titanate capacitors 
in such a way that the output frequency of the oscillator approximates 
a linear function of the time over the total range of the oscillator. 
Also the charging network is so arranged that the wave form developed 
by Cx and Cy, which is a negative voltage wave form whose amplitude be- 
comes more negative with time and frequency, can be used to reduce the 
variations of output voltage with output frequency. 

Figures lh(a) and 15(a) show the variation in bias voltage across 


Cy and Cy» in parallel, as a function of time for D. C. charging voltage 
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supplies of 300-volts and 600-volts, respectively. It will be noted that 
the voltage wave form is similar to that expected for the charge of the 
capacitor of figure 1. The difference lies in the effective value of CC 
which for this circuit has a value of 1/300-volts as determined from 
oscilloscope patterns instead of the value of 1/260-volts determined from 
the curve of figure l. 

Figures ll(b) and 15(b) show the variation in oscillator frequency 
as a function of bias voltage across the Barium Titanate capacitors. It 
will be noted that the frequency is more linear with variations in bias 
voltage than is predicted by the simple relation of equation (2.02) for 
the capacity as a function of bias voltage. 

Figure lh(c) shows the variation of frequency with time for the 
swept frequency oscillator using two barium titanate capacitors anda 
charging voltage of 300-volts. It is noted that the wave form of volt- 
age produced by the Barium Titanate capacitors in this case is the same 
as would be produced by replacing C, with a conventional capacitor but 
With a charging voltage of l50-volts. Figure 15(c) shows the variation 
of frequency with time for the swept frequency oscillator using two Bari- 
um Titanate capacitors and a charging voltage of 600-volts. Also shown 
by the dashed line in figure 15(c) is the computed variation of frequen- 
cy with time for the swept frequency oscillator utilizing one Barium 
Titanate capacitor and one conventional capacitor with a supply voltage 
of 1270 volts. It can be seen that in so far as linear variation of 
frequency with time is concerned the 600-volt supply is equivalent, when 
used with two barium titanate capacitors, to the 1270-volt supply when 


used with one barium titanate and one conventional capacitor. It is thus 
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an advantage to use two barium titanate capacitors in this circuit since 
it allows a considerable reduction of the magnitude of the D. C. voltage 
supply required. 

There are two advantages to be gained by making the frequency out- 
put a linear function of time. An important advantage in operation of 
the generator is that it makes the swept frequency width control inde- 
pendent of the center frequency control if the time allowed per sweep is 
held constant as is the case in this circuit. Another advantage lies in 
the fact that over a wide range it is no longer absolutely required that 
the bias voltage across the capacitors be used for the xeaxis voltage of 
a monitoring oscilloscope to observe the spectrum of the device under 
measurement. In this case the oscilloscope!s internal linear sawtooth 
voltage may be used satisfactorily in spectrum analysis. 

Auxiliary circuits include a timing multivibrator, V3; switch tube, 
V23 mixer, Vla; detector, V5; and pulse amplifier, Vlib. 

V3 is a conventional free-running multivibrator whose output is used 
to turn on and to cut off the switch tube, V2. Circuit parameters are so 
chosen that V2 is cut off for a much longer time than it is allowed to 
conducto 

The purpose of V2 is to switch the barium titanate capacitors from 
the equivalent D. C. circuit of figure l6(a) to the equivalent D. C. cir- 
cuit of figure 16(b). In figure 16(a) the switch tube V2 is cut off and 
the barium titanate capacitors charge from an initial value toward El. 
The rate of charge is determined by Rl, Sweep Frequency Width Control. 
The final value of the voltage across the barium titanate capacitors is 


determined by how long V2 is allowed to remain cut off. In figure 16(b), 
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V2 is turned on and the barium titanate capacitors are allowed to dis- 
charge. The conducting resistance of V2 is very much lower than Rl plus 
R2 and hence the equivalent circuit for discharge of the barium titanate 
capacitors is that shown in 16(b) so long as the magnitude of E2 is much 
lower than El. Since the value of voltage across the barium titanate 
capacitors varies from a value near E2 to a higher value determined by 
Rl during each sweep, E2 serves as the Center Frequency Control and Rl 
serves as the Sweep Frequency Width Control. Since the slope of the 
curves of figures ll(c) and 15(c) are approximately constant with time 
and the amount of time allowed per sweep is constant, the Sweep Frequency 
Width Control and the Center Frequency Control are relatively independent. 

In figure 13, Va serves as a mixer to combine the swept frequency 
output of Vl with the output of a standard signal generator such as the 
Navy Model LP-5. The wave form at the plate of Vla is similar to the 
wave form shown on the oscilloscope face in figure 12. The notch in the 
wave form occurs when the frequency of Vl is instantaneously equal to 
the frequency of the standard fixed frequency. This wave form is applied 
to V5 which is an envelope detector and the output of the detector is 
applied to the grid of the amplifier Vb. Vib is held cut off until the 
notch in the wave form occurs at which time Vb conducts. The output of 
Vib is a negative pulse which occurs when the frequency of Vl is instan- 
taneously equal to the standard frequency so that the pulse may be 
applied to the z-axis of a monitoring oscilloscope to serve as a frequen- 
cy marker. 

It was anticipated that the frequency drift in the oscillators shown 


in figures 7 and 13 due to variations in room temperature would not be 
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significant since variations in frequency of a swept frequency generator 
are made intentionally large. No attempt was then made to stabilize the 
oscillators by placing the barium titanate capacitors in temperature con- 
trolled atmospheres as must be done in fixed frequency applications. In 
making the measurements which are illustrated in figure 9, it was found 
that the frequency difference was approximately 1 kilocycle per second 
between normal room temperature with no forced draft and the temperature 
resulting from placing a forced draft blower near the barium titanate. 
This is not considered significant in the application illustrated in fig- 
ure 11 where the normal width of the swept frequency was about 25 kilo- 
cycles per second. 

It was not known how the frequency of the oscillators would change 
with ageing of the barium titanate. However, in the experimental set-up 
illustrated in figure 12, it was found that no significant changes had 
occurred over a period of approximately three months. It was found that 
the peak to peak voltage of the sawtooth voltage across the barium ti- 
tanate could be determined within 1% from the measurements of El and the 
frequency of the LP-5 Signal Generator when the measurements were re- 
ferred to the curve of figure 9 which had been made three months earlier. 
As pointed out in the recent article by Mason and Wick / I, / and Shaw 
and Jenkins / 5 /, much work is being done in the field to stabilize the 
electrical characteristics of barium titanate which should eliminate 
changes due to ageing of the dielectric. 

Measurements made in connection with the experimental oscillators 
described in this paper indicate that barium titanate nonlinear capacitor 


control of a swept frequency oscillator is feasible and that no serious 
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difficulties are presented in the design of this type circuit using 


barium titanate capacitors. 
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APPENDIX I 


DERIVATION OF EQUATIONS OF CHARGE OF A NON-LINEAR CAPACITOR WHOSE 


CAPACITY AS A FUNCTION OF VOLTAGE VARIES AS C$ - م۷‎ 


In figure 2 are shown a charging circuit consisting of a capacitor 


and a resistor in series with a battery, V9. The resistor is assumed to 


be of constant value and independent of voltage. The capacitor is 
assumed to have the characteristics shown above the circuit as 
= C¿(1 - Vc/Wm)s 
The differential equation for the charging current is: 





z _ Vo Ve ol Ve Cs 
" E و‎ aC de = cc — سو لر يي‎ A Ve (1) 
1 7 ol Ve 
y (C. K Ve) ot (2) 
., dt = R Cx) A Ve. (3) 
t 
E. IE = 7 مع سو‎ 
AV 
i u c (4) 
t -t, = ال‎ P + R Yee KV 
دو‎ Yo AV (5) 
| we aw 
if: t, = O and xz Vo - Ve (6) 
Ax 2 سو‎ ol Ve. 
dy. -AVe _ 
3 E 
سس‎ ۲ IN, A Vo 


وړ 


Vo - V, 


LE a V, ) ہے‎ O zn = (7) 
-Ve 
t= RKk(v- Vi) + R(Co ا‎ ۷۰-٧ (8) 
Vo- eA 
707ص 9 ْھ‎ Ye 
) 59 Vo - Vi 
L - Wc-V ( w 
Re 7 8 U es 
RC, Ve. ae Ps (10) 


where: V4 = voltage across the capacitor at t = 0 
Vo = voltage across the capacitor at any time - t 
Vm = intercept on the Vc - axis 
Co = intercept on the C- axis 
In the special case where V, 7 Vg, equation (10), above reduces to 


a linear equation: 





n _ - Mi 

۰ Nm (11) 
€ 

Ve = ۷ + Ve R Ce 


(12) 





APPENDIX II 


DERIVATION OF THE EQUATIONS OF CHARGE AND DISCHARGE OF A NON-LINEAR 
CAPACITOR WHOSE CAPACITY AS A FUNCTION OF VOLTAGE VARIES AS A NEGATIVE 
EXPONENTIAL 


It is assumed that the capacitor shown in the series charging cir- 


cuit of figure Ó varies as: 
-x Ve 
C = Ea + C € (1) 
If at t = 0, the switch S is suddenly closed and the voltage across 


the capacitor is initially zero: 


: Vo = Ve 2 - oc Ve AV 





- A ۷ 
EC, +C,€ -) AP = Va -Ye (3) 


- XV, 
= R Co £ € 
olt Eo. B a 
Vo = Ve 
T Ve Ve _ a Ve 
J dt = y _R Ca + R C, ےگ‎ Ve 
Vo - Ve A Vo E Vc. 
if: = A ( Vo - Vc) (6) 
dx = -A Ve | 
whent VO va 


Vo = Ve, ~~ = oC (Vo = Vc) 


2 


XV, AV, 
ol y — X V. X 
ASES x + RC, € ES ox (7) 





a e 
X(Vo- Ve) A (Vo- Ve) 
X Va 
t= RC, با یار‎ 2777 NU vr ar far (8) 
(V, - V.) 
A Vo 
X Va An ہے‎ n - Va 
EE AC, i 7 + X کک رہ‎ ni RC, € d 
"T 
oc (Ve - Ve) 


From: Jahnke and Emde - یرود‎ 1-8 


)10( سب پچ 2 GD]‏ 


over all odd n's)‏ سم 


kn rr‏ + - زور 


i‏ مت و 
(Summed over all even n's)‏ 
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= Y 0۸ +2 بن‎ (13) 
۲۲:۱ 
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٥ مس پد‎ 
Ex [«v.l-E; [oc (v, - ve)] = 7 CaN, + ای‎ 


ni 
P ۲۷۰۰٦٢٦ 


-An ral Ve- Va) 


CISA i (11) 
د‎ 
het meni 


oo 


oc Ve n 
=A رد‎ XA Vo 
ven) Fr 


es ns) ` 
۳ 
م‎ ۷ 
Mr | ey | (15) 
o Ve 


oo y^ 
Ln x + 2 ۲ ni (16) 


mi « (Va - Vc) 





a-Ve 


-XVa \ E 
+ - من ال( کان فعانله 06+ سسشت سم‎ 


The values of Ei(x) are tabulated in JAHNKE AND EMDE Pages 6-8. 

For the discharge of the nonlinear capacitor it is assumed that at 

. time, t = 0, the voltage across the capacitor is equal to V, and that the 
battery is suddenly removed and replaced by a short circuit. The follow- 


ing equations describe the expected behavior of the circuit: 


„u Ve 
8 = || Ce (18) 





E . d Ve - V. 
ss is C qu (C. Ce >) Ave (19) 
G 3 dt 
t Ve Ve 
E له‎ ٨ - Ve 
- at re, | 24 «Rt, e d Ve. (208 
0 Vo V Ve 
oo 
+ = RC. ss. Ve +4 RC £ d- t a (21) 
7 ۱ E Vo 2 x 
X Vo X Vo 


therefore: 


t = Re, tn ع‎ + | Eo رو زگ‎ (22) 


where: oo 
DE 
۱ y S 
E Ei C= at >00 ,m>rX>Oo (23) 
X | 
Numerical values of Ei (=x) may be found in Jahnke and Emde, "Tables 


of Functions", 


L5 
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